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Change #1, 257 

On page 54, replace step 9 with: 

9. Push  and use YZ and  to set the percentage of deviation for time (relative to 1 period) and the 
amplitude deviation (relative to peak-to-peak) for waveforms. Threshold can be used for signals up to 4 kHz. 

 


